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Chromatogram and Results

Injection Details
Run Time (min): 16.00

Injection Volume: 5.00

Channel: UV_VIS_1

CAS NO.: 
Vial Number: 
Injection Type: 
Comment: Wavelength: 214

Instrument Method: Bandwidth: 4

Processing Method: Dilution Factor: 1.0000

Injection Date/Time: seq.update_operator wyc2639

seq.creation_operator instMeth.creation_operator sy3034

injection.dilution_factor

548-62-9
BE2

Unknown

A-RP-425 
(RP-HPLC) 
New Processing Method

05/May/23 12:03

wyc2639

1.0000 rdf.update_operator wyc2639

instMeth.creation_time 02/Aug/2022 17:31

chm.rawpath chrom://hy261/Themo/Instrument Data/202305/20230505.seq/142.smp/UV_VIS_1.channel/UV_VIS_1.chm

Chromatogram

Integration Results
No. Peak Name Retention Time Area Height Relative Area Resolution (USP) Asymmetry (EP) Plates (EP)

min mAU*s mAU %
1  6.670 7.4233 3.023 0.1736 n.a. 0.99 154933
2  8.147 3.4221 1.052 0.0800 19.2 1.49 113640
3  8.277 3.0847 1.244 0.0721 1.7 1.19 237353
4  8.510 3.6109 1.433 0.0844 3.5 1.02 237729
5  8.763 178.9737 64.556 4.1844 3.5 1.10 220415
6  8.927 12.4565 5.018 0.2912 2.3 1.28 266703
7  9.180 4064.4246 803.903 95.0253 2.4 1.68 71108
8  9.937 3.8069 1.812 0.0890 7.5 1.13 435294

Total: 4277.2027 882.041 100.0000 10 


