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Chromatogram and Results

Injection Details
Run Time (min): 15.00

Injection Volume: 20.00

Channel: UV_VIS_1

Wavelength: 214

Bandwidth: 4

Dilution Factor: 1.0000

seq.update_operator hde

instMeth.creation_operator jlw

515814-01-4
RA1

Unknown

HM-521C_3-20231023-A-RP-1017 
HM-521C_3-H01P05(RP-HPLC) 
3D Quantitative

23/Oct/23 15:48

hde

1.0000 rdf.update_operator hde

09/Jan/2023 13:04

CAS NO.:
Vial Number: 
Injection Type: 
Comment: 
Instrument Method: 
Processing Method: 
Injection Date/Time: 
seq.creation_operator 
injection.dilution_factor 
instMeth.creation_time 
chm.rawpath chrom://hy557/DATA/Instrument Data/202310/20231023.seq/588.smp/UV_VIS_1.channel/UV_VIS_1.chm

Chromatogram

Integration Results
No. Peak Name Retention Time Area Height Relative Area Resolution (USP) Match S/N 

min mAU*s mAU %
1  1.680 18.7009 2.804 0.0601 n.a. 973 11.0
2  3.157 27.9894 6.244 0.0899 10.2 986 26.7
3  6.260 31083.6600 1035.035 99.8500 6.8 1000 3411.6

Total: 31130.3503 1044.083 100.0000 2959 


