
Temp.[℃] Solvent Conc.[g/ml] WL[nm]

25 H2O 0.2667 589

*Reference: Synlett, 2016, vol. 27, # 19, art. no. ST-2016-U0417-L, p. 2734 - 2736

YXF

 Analysis Item:

Instrument Code:

 Instrument:

Sample ID:

Optical Rotation (OR) 

OR-04

MCP-5100

BIZ2023-508-WLQ15

Operator:

584-85-0

2023.05.12

CAS NO.:

Test Date:

Method:

Reference value*:

Checker:

Arc[°] OROT[°]

+0.027 +10.13

YJT

Result:

(C=0.4g/100ml 589nm H2O +9.13°)


