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Report Template/Integration
Chromeleon (c) Dionex

Version 7.2.10.23925

Chromatogram and Results

Injection Details
Run Time (min): 15.00

GA5 Injection Volume: 5.00

Unknown Channel: UV_VIS_1

Wavelength: 220

10-80A(15MIN) Bandwidth: n.a.

processing method Dilution Factor: 1.0000

CAS NO.: 
Vial Number: 
Injection Type: 
Calibration Level: 
Instrument Method: 
Processing Method: 
Injection Date/Time: 31/07/23 11:33 Sample Weight: 1.0000

Chromatogram

Integration Results
No. Peak Name Retention Time Area Height Amount Relative Height Relative Area 

min mAU*min mAU n.a. % %
1  5.099 0.124 1.675 n.a. 0.09 0.10
2  5.982 124.296 1963.889 n.a. 99.65 99.68
3  6.332 0.277 5.208 n.a. 0.26 0.22

Total: 124.698 1970.773 0.00 100.00 100.00 
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