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Chromatogram and Results

Injection Details
Run Time (min): 16.00

Injection Volume: 2.00

Channel: UV_VIS_2

Injection Name: 
Vial Number: 
Injection Type: 
CAS NO.: Wavelength: 254

Instrument Method: Bandwidth: 4

Processing Method: Dilution Factor: 1.0000

Injection Date/Time: seq.update_operator JZQ

seq.creation_operator instMeth.creation_operator jlw

injection.dilution_factor

CPK2024-125-105071

RB5

Unknown

2229974-83-6 
10-90A

New Processing Method

26/Jan/24 10:39

JZQ

1.0000 rdf.update_operator JZQ

instMeth.creation_time 22/Sep/2023 10:15

chm.rawpath chrom://hy261/Themo/Instrument Data/2024/20240126.seq/296.smp/UV_VIS_2.channel/UV_VIS_2.chm

Chromatogram

Integration Results
No. Peak Name Retention Time Area Height Relative Area Resolution (USP) Asymmetry (EP) Plates (EP)

min mAU*s mAU %
1  6.230 1.1477 0.447 0.0682 n.a. n.a. 110455
2  6.307 2.7424 0.886 0.1630 1.0 n.a. 96475
3  6.550 1.3542 0.353 0.0805 2.7 1.00 74907
4  6.757 1.6654 0.478 0.0990 2.2 1.27 82519
5  6.977 1656.0920 478.578 98.4197 2.5 1.48 110051
6  7.170 17.5175 5.392 1.0410 2.3 n.a. 117360
7  7.343 2.1646 0.597 0.1286 1.9 0.94 102695

Total: 1682.6835 486.731 100.0000 5 


