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Chromatogram and Results

Injection Details
Injection Name:
Vial Number: Injection Volume: 10.00
Injection Type:

CPK2020-D07
RB8
Unknown Channel: UV_VIS_1

Calibration Level: Wavelength: 214
Instrument Method: 10-90A,214NM Users: jlw
Processing Method: Dilution Factor: 1.0000
Injection Date/Time: Sample Weight: 1.0000
CAS NO.:

New Processing Method 
10/Dec/20 17:57 
1192491-61-4   A-RP-539 Run Time (min):      16.00

chrom://hy261/Themo/Instrument Data/202012/20201210.seq/259.smp/UV_VIS_1.channel/UV_VIS_1.chm

Chromatogram

Integration Results
No. Peak Name Retention Time Area Height Asymmetry (EP) Plates (EP) Rel.Area S/N 

min mAU*min mAU %
1  1.738 51.925 859.314 0.96 5713 99.92 437.9
2  4.645 0.028 0.000 n.a. n.a. 0.05 0.0
3  5.026 0.015 0.402 1.34 124635 0.03 0.2

Total: 51.968 859.717 2.30 


