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Chromatogram and Results

Injection Details
Run Time (min): 20.00

Injection Volume: 2.00

Channel: UV_VIS_1

Injection Name: 
Vial Number: 
Injection Type: 
CAS NO.: Wavelength: 204

Instrument Method: Bandwidth: 4

Processing Method: Dilution Factor: 1.0000

Injection Date/Time: seq.update_operator JZQ

seq.creation_operator instMeth.creation_operator jlw

injection.dilution_factor

CPK2024-218-16252

RB2

Unknown

1201438-56-3 
HY-369_10-H01RS(RP-HPLC) 
New Processing Method

19/Feb/24 14:21

JZQ

1.0000 rdf.update_operator JZQ

instMeth.creation_time 22/Sep/2023 10:15

chm.rawpath chrom://hy261/Themo/Instrument Data/2024/20240219.seq/793.smp/UV_VIS_1.channel/UV_VIS_1.chm

Chromatogram

Integration Results
No. Peak Name Retention Time Area Height Relative Area Resolution (USP) Asymmetry (EP) Plates (EP)

min mAU*s mAU %
1  7.260 11.7093 2.808 0.0812 n.a. 1.50 69258
2  8.017 14410.9329 2836.534 99.8837 6.5 0.86 66443
3  8.603 5.0767 1.053 0.0352 4.6 0.93 73420

Total: 14427.7189 2840.396 100.0000 3 


