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Chromatogram and Results
Injection Details
Injection Name: CPK2020-826-40931
Vial Number: BC2 Injection Volume: 2.00
Injection Type: Unknown Channel: UV_VIS_ 1
Calibration Level: Wavelength: 214
Instrument Method: 10-90A,214NM Users: jlw
Processing Method: New Processing Method Dilution Factor: 1.0000
Injection Date/Time: 27/Aug/20 13:55 Sample Weight:  1.0000
Comment: HY-17364-20190506 A-RP-538 Run Time (min):  16.00
chrom://hy261/Themo/Instrument Data/202008/20200827.seq/793.smp/UV_VIS_1.channel/lUV_VIS 1.chm
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Integration Results
No. Peak Name Retention Time Area Height Asymmetry (EP) S/N Rel.Area
min mAU*min mAU %
1 3.058 78.149 1251.679 1.06 1691.2 99.98
2 10.693 0.014 0.211 1.62 0.3 0.02
Total: 78.163 1251.890 2.68 1691.48
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